Thermal and elastic response of subcutaneous tissue with different fibrous septa architectures to RF heating: numerical study

Ana González-Suárez, PhD¹, #, Enoch Gutierrez-Herrera, PhD², ##, Enrique Berjano, PhD¹, Joel N. Jimenez Lozano, PhD², ###, Walfre Franco, PhD²*

¹ Biomedical Synergy, Electronic Engineering Department, Universitat Politècnica de València, Valencia, 46022, Spain
² Wellman Center for Photomedicine, Massachusetts General Hospital, Department of Dermatology, Harvard Medical School, Boston, Massachusetts, 02114, USA

# Visiting Graduate Student at Wellman Center for Photomedicine
## Current affiliation: Centro de Ciencias Aplicadas y Desarrollo Tecnológico, Universidad Nacional Autónoma de México, México DF, México
### Current affiliation: Zeltiq Aesthetics Inc, Pleasanton, CA 94588, USA
*
Correspondence to: Walfre Franco, PhD, Wellman Center for Photomedicine, 50 Blossom St, Boston, MA 02114. Email: wfranco@mgh.harvard.edu

Conflict of interest Disclosures: All authors have completed and submitted the ICMJE Form for Disclosure of Potential Conflicts of Interest and none were reported.